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This manual and the equipment it describes are for use only by qualified medical professionals trained in the particular technique
and surgical procedure to be performed. It is intended as a guide for using the Bovie IDS-300 only.

Additional technical information is available in the Bovie IDS-300 Service Guide.

Equipment Covered in this Manual
Bovie IDS-300:

Reference No.: IDS-300

For Information Contact
Bovie Medical • 5115 Ulmerton Road, Clearwater, Florida 33760  USA
U.S. Phone 1-800-537-2790   Fax 1-800-323-1640 • International Phone +1-727-384-2323   Fax +1-727-347-9144
www.boviemedical.com  •  info@boviemedical.com

Peter J. Smith Medical Products Marketing
18 Yeates Close
Thame OX9 3AR, UK

Made in USA
Printed in USA

©2010 Bovie Medical. All rights reserved. Contents of this publication may not be reproduced without the written permission of
Bovie Medical.

Bovie Part Number  MC-55-059-001 Rev. 4

CONVENTIONS USED IN THIS GUIDE
WARNING:
Indicates a potentially hazardous situation which, if not avoided, could result in death or serious
injury.

CAUTION:
Indicates a hazardous situation which, if not avoided, may result in minor or moderate injury.

NOTICE:
Indicates an operating tip, a maintenance suggestion, or a hazard that may result in product 
damage.
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